Cryoultrasonic and cryogenic equipment for medicine.
The problem of cryodestruction control in a biological object may be characterized by various decisions. This paper deals with technical solutions based on the use of cryogenic and cryoultrasonic equipment with different technological functions to provide, with an appropriate probability, the required and controlled tissue destruction.